
ABSTRACT 

CHEN, YUFEI. Selective Drug Screening Method Development using Nanofibers and 
Microfluidics Coupled to a Quadrupole Time-of-Flight Mass Spectrometry. (Under the direction 
of Dr. Nelson Vinueza Benitez).  

 
Drug analysis plays an important role in the forensics field, especially nowadays were an 

opioid crisis is on the rise worldwide. An ideal on-site drug analysis system should provide reliable 

qualitative and quantitative results with minimal sample preparation. Recently, a new microfluidic 

device (MFD) developed at NC State University, used for the extraction of dyes from trace fibers 

was used tested for drug analysis and its capabilities were further explored. The analysis and 

characterization of the drugs were performed on a quadrupole–time-of-flight (Q-TOF) mass 

spectrometer. The combination of electrospun nanofibers, microfluidics, and mass spectrometry 

provided a robust system for qualitative and quantitative analysis of drugs of forensic interest.      
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1. Introduction 

Drug analysis plays an important role in forensics and pharmaceuticals areas. An ideal on-

site drug analysis system should provide reliable qualitative and quantitative results with minimal 

sample preparation. Therefore, a multidimensional system for the drug analysis is needed to assist 

in the fast screening and identification. Mass spectrometry in combination with microfluidics and 

liquid chromatography can be a unique analytical tool for both purposes. 

Electrospinning is a relatively new technique to produce continuous fibers with diameters 

down to a few nanometers. It has gained popularity in various fields such as medical materials, 

special textiles, filtration techniques, and nano-electronics.1,2 The high surface-to-volume ratio 

makes nanofiber an outstanding material to be combined with microfluidics. 

Recently, a new microfluidic device (MFD) was developed by Drs. Dow, Hinks, and Vinueza 

from NC State University, for the extraction of dyes from fibers. Current work expanded the 

application of this MFD to more areas such as drug analysis 

The following literature review will discuss the importance and current challenges of drug 

analysis, the outstanding performance of electrospun nanofibers and the history and principles of 

mass spectrometry, as well as the coupled sample preparation technique of microfluidics. 

 

1.1 Drugs Abuse and Drug Analysis 

Accurate and rapid analytical systems are needed for drug analysis in the forensic and 

pharmaceutical fields. Drug abuse is a serious health risk to people no matter their ages and 

societies. Nowadays,  this global problem is growing even faster with the appearance of new 

synthetic drugs.3 In forensic chemistry analysis, drugs could be classified based on their 

pharmacological effect, where the most common are depressants, such as barbiturates and 
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benzodiazepines; stimulants, such as amphetamines and cocaine; analgesics, such as opioids and 

psychotomimetics such as marijuana.a4  

Currently, many commercial drug screening devices are based on immunoassay 

technologies.5-7 These methods are rapid but just for presumptive testing of illicit drugs.  In 

addition, mass spectrometry methods coupled with separation techniques such as Gas-

chromatography(GC)-MS and HPLC-MS have been utilized8 to provide confirmatory drug 

analysis. GC analysis is a common technique used in forensic labs because of the well-developed 

database. But since numerous modifications of listed drugs have been developed to circumvent 

legislative controls for their use, the lack of database is becoming a new challenge for drug 

characterization. Recently, HPLC became an ideal technique for analytes that do not volatilize 

easily such as thermally unstable compounds (e.g., LSD) and explosives. This means HPLC 

doesn’t require derivatization of analytes. The ability to combine solvents, which can include 

buffers and aqueous solutions, can aid the analysis of different matrices like blood and urine. HPLC 

is commonly used in combination with UV-Vis detectors and MS. But both GC and LC require 

long time consumption for sample preparation and sample run. 

An ideal on-site drug analysis system should provide reliable qualitative and quantitative 

results with minimal sample preparation. Therefore, a multidimensional system for the drug 

analysis is needed to assist in the fast screening and identification. Mass spectrometry with high 

resolution, offers great sensitivity and versatility, which in combination with microfluidics and 

liquid chromatography can be a unique analytical tool for both purposes. 
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1.2 Forensic science 

Forensic science is the application of science to criminal and civil laws during the 

investigation, governed by legal standards of admissible evidence and criminal procedure. Crime 

Scene Investigation Procedure contains collection, preservation, and analysis of physical evidence. 

The careers practicing Forensic Science have been classified by the 11 sections of the American 

Academy of Forensic Sciences (AAFS): Criminalistics, Digital and Multimedia Sciences, 

Engineering Sciences, General, Jurisprudence, Odontology, Pathology and Biology, Physical 

Anthropology, Psychiatry and Behavioral Sciences, Questioned Documents and Toxicology. 

 

1.3 Challenge of Forensic science 

Forensic science is not as robust as society thought.  In 2004 Madrid Train Bombing event, 

the FBI, which was considered as the most advanced institute in forensics, mistakenly located and 

arrested an innocent person whose name was Brandon Mayfield, because of a fingerprint 

misidentification. Induced by this tragic event, other wrong convictions and mistakes done by the 

FBI came to light, and eventually, the field of forensics received a negative impact. The US 

Congress ordered the National Academy of Science (NAS) to conduct research on the sciences 

used in Forensic Science. The main conclusion of work performed by the NAS was that there was 

not too much science in Forensic Science.9 

In 2016, a Florida resident was arrested when an officer mistook a Krispy Kreme doughnut 

glaze for methamphetamine by having two false positive drug field tests. The long analysis time 

of seized drugs is a big challenge in U.S forensic labs. This creates backlog delays on evidence 

processing and innocent people may be waiting in jail. These erroneous incidents demonstrate the 

limitation of current forensic crime labs.  
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 Nowadays, drug abuse is a growing global problem, leads to crime and health risk.  In 2015, 

29.5 million people ̶ or 0.6 percent of the global adult population ̶ were engaged in use and suffered 

from drug use disorders, including dependence. There is an increasing number of designer drugs.  

Designer drugs means a structural modification or functional analogue of listed illicit drugs, which 

can avoid legislative control. The number of new reported substances had nearly doubled to 483 

compared with 260 designer drugs in 201210. The growing number of designer drugs represent a 

challenge due that the majority of drug identification is done based on IR and MS databases. These 

databases fail to identify the all the new drugs.  Furthermore, forensic labs do not have the 

resources to perform a full characterization of these designer drugs.  

 

2. Current Methodologies in Drug Analysis 

Current techniques used in the analysis of seized drugs are listed in table1 below11: 

Table 1 Current analytical techniques in the analysis of seized drugs. 

Category A Category B Category C 

IR 

MS 

NMR 

Raman 

X-Ray Diffractometry 

CE, GC, LC, IMS, 

Microcrystalline Tests, 

Pharmaceutical ID, TLC, 

Cannabis only: 

Macro Examination 

Micro Examination 

Color Test 

Fluorescence 

Immunoassay 

Melting point 

 UV 

 

Category A techniques are considered as confirmatory techniques, category B techniques are 

considered as screening technique and category C techniques are considered as presumptive 



 

5 

technique. The Scientific Working Group for the Analysis of Seized Drugs (SWGDRUG), has 

established recommendations to guide the drug analysis in Forensic Chemistry in 2011. In the 

recommendations, current analytical instruments were categorized into three main groups: 

Category A which are confirmatory, category B which are screening and category C which are 

presumptive. In order to obtain a minimum positive identification of seized drugs, one category A 

plus one category B or C are required. In 2017, these SWGDRUG recommendations were 

approved to become an ASTM standard for drug analysis. In the next section, currently utilized 

instruments in forensic chemistry will be discussed. 

 

2.1 Mass Spectrometer and Ionization techniques 

2.1.1 Mass Spectrometry 

In the simplest terms, mass spectrometry contains two parts: ion source and a mass analyzer. 

The ion source generates gas-phase ions from analytes—organic or inorganic. These ions are 

separated by their different mass-to-charge ratios (m/z) and then detected qualitatively or 

quantitatively by their respective m/z and abundance. The analytes can be ionized by electrons, 

photons, excited atoms, or electrostatically charged droplets. Ions can consist of single ionized 

atoms, clusters, molecules, or their fragments or associates, depending on the ionization method. 

In a mass analyzer, ion separation is affected by electric and magnetic fields. These diverse types 

of ion sources and mass analyzers are based on different principles and therefore have different 

performance characteristics adapted to different scenarios and needs. Hybrid apparatus can 

combine those different performance characteristics offered by various types of mass analyzers 

into one mass spectrometer to provide unique applications for different fields of research. 

Today, MS is mostly under the purview of the analytical chemistry field. In 1886, Eugen 
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Goldstein discovered that tubes with a perforated cathode emit a glow at the cathode end. Goldstein 

concluded that in addition to the already-known cathode rays—later recognized as electrons 

moving from the negatively charged cathode toward the positively charged anode—there is 

another ray that travels in the opposite direction. Because these latter rays passed through the holes, 

or channels, in the cathode, Goldstein called them Kanalstrahlen, or canal rays.12 Canal rays were 

composed of positive ions which were converted from the residual gas inside the tube. Wilhelm 

Wien, a student of Hermann von Helmholtz, found that strong electric or magnetic fields deflected 

the canal rays, and in 1899 he constructed a device with parallel electric and magnetic fields that 

separated the positive rays according to their charge-to-mass ratio (Q/m).13 Wien found that the 

charge-to-mass ratio depended on the nature of the gas in the discharge tube. In the 1900s, Wien’s 

work was improved by J. J. Thomson who heightened the vacuum inside the tube and created the 

mass spectrograph.14 Thomson’s device was able to actually measure Q/m of the particles 

(electrons) that comprised cathode rays, which indirectly determined the mass of an electron.15 

Developments of mass spectrometers continued over several decades leading to the discovery 

of new isotopes, as well as their accurate masses and relative abundances.16 By the 1940s, chemists 

realized mass spectrometry’s potential and it was established as an analytical tool, mostly for 

quantitative analysis.15 Time-of-flight (TOF) mass analyzers were developed in 1946. Other 

developments of mass analyzers include ion cyclotron resonance (ICR) in 1948,16 quadrupole and 

ion traps in 1953,16 and orbitrap in the 2005.17 Michael. A. Baldwin and Fred. W. McLafferty 

started to coupled HPLC with mass spectrometers in the 1970s. Their goal was to combine sample 

separation and mass analysis.18 

Typically, in a mass spectrometry experiment, a sample, which could be solid, liquid, or gas, 

is ionized by an ion source. These ions are then separated by their different mass-to-charge (m/z) 
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ratio. The ions are detected by a mechanism capable of detecting charged particles. Results are 

displayed as a spectrum of the relative abundance of ions detected as a function of the mass-to-

charge ratio. The atoms or molecules in the sample can be identified by correlating known masses 

to the identified masses or through a characteristic fragmentation pattern. A significant 

breakthrough in the analysis of drugs, poisons, and/or their metabolites in body samples was the 

introduction of hyphenation techniques of chromatographic procedures with mass spectrometers. 

2.1.2 Quadrupole Mass Analyzer 

A quadrupole mass analyzer is a combination of four hyperbolically or cylindrically shaped 

rod electrodes extending in the z-direction and mounted in a square configuration (Figure 1).19 The 

pairs of opposite rods (A and A or B and B) are each held at the same potential which is composed 

of a direct current and an alternating current component. 

 

Figure 1 Cross section of a quadrupole for the cylindrical approximation. 

 

As a mass analyzer, quadrupoles operate with both radio frequency (RF) and direct current 

(DC) voltage components applied to the rods. The reduced Mathieu parameters qM and aM are used 

to characterize the amplitudes of both components:20 

 M 2 2
0

4eV
q

(m/z) r
 , dc

M 2 2
0

8eU
a

(m/z) r
   (1) 
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where e is the charge of an electron, V and ω are the amplitude and angular frequency of the RF 

voltage, respectively. Udc is the value of the DC voltage, and r0 is the inscribed radius of the 

quadrupole. Under normal (mass-analyzing) operational conditions, only ions within a narrow 

m/z window are transmitted. This is the RF-only operational mode (aM=0). Quadrupoles can 

also serve as either high-mass or low-mass filters for ions with m/z values above or below a 

certain cut-off value, depending on how the voltages are tuned.21 

 

2.1.3 Time-of-Flight Mass Analyzer 

The first time-of-flight (TOF) mass analyzer was developed in 1946 by William. E. 

Stephens.22 A TOF operates under a simple principle demonstrated by its conspicuous long flight 

tube: ions are accelerated at the same time by an electric field with acceleration voltage Ua into the 

long flight tube, a field-free region. Potential energy obtained from Ua are equal among all ions 

and will be converted to kinetic energy (KE): 

KE= 21

2
m  (2) 

where m is the mass and v is the velocity. Since mass and velocity are inversely proportional, the 

smaller the mass the faster the ion travels. Therefore, the lower mass ions will arrive at the detector 

earlier than the higher mass ions.  

To compare two ions with different m/z, they must be accelerated at same time or a 

sufficiently short time interval. This is a difficult demand and brought forth the advent of the pulsed 

ion source, which can be realized either by pulsing ion packages out of a continuous beam or more 

conveniently by employing a true pulsed ionization method.19  

Early TOFs were linear, which means ions are accelerated towards the flight tube to enter into 

a field-free region where they separated by their velocities before reaching the detector positioned 



 

9 

at the other extremity of the flight tube. This linear TOF has a low resolving power due to initial 

spreads in the time, space and kinetic energy (KE) distributions of ions. (This applies only when 

Ua is constant, which is known as continuous extraction). Higher values of Ua (10-30 kV) minimize 

the contribution of the KE spread, but other factors still limit the resolving power  (Figure 2 shows 

the effects and reasons).23 

 

Figure 2 Effects of initial time, space, and kinetic energy distributions on mass resolution in TOF-

MS.23  

 

To improve the resolving power of TOF, Mamyrin devised the reflectron in 1994.24The 

reflectron acts as an ion mirror that focuses ions of different kinetic energies in time. A simple 

reflectron consists of a retarding electric field located behind the field free drift region opposed to 

the ion source. In practice, a reflectron is comprised of a series of ring-shaped electrodes at 

increasing potential. The reflection voltage Ur is set to about 1.05–1.10 times the acceleration 

voltage Ua in order to ensure that all ions are reflected within the homogeneous portion of the 

electric field of the device (Figure 3). The ions penetrate the reflectron until they reach zero kinetic 

energy and are then expelled from the reflectron in the opposite direction. The kinetic energy of 

the leaving ions remains unaffected, however, their flight paths vary according to their differences 
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in kinetic energy. Ions carrying more kinetic energy will fly deeper into the decelerating field, and 

thus spend more time within the reflectron than less energetic ions. Thereby, the reflectron effects 

a correction in time-of-flight that substantially improves the resolving power of the TOF 

analyzer.23,25-27 In addition, the reflectron provides focusing with respect to the angular spread of 

the ions leaving the source and it corrects for their spatial distribution.24,26 Adjusting the reflectron 

at a small angle with respect to the ions exiting from the source allows the reflectron–detector to 

be placed adjacent to the ion source (Mamyrin design).28 

The ability of the reflectron to compensate for the initial energy spread of ions largely increases 

the resolving power of TOF. The resolution of a reflectron-TOF is better than a common linear 

TOF. 

  

Figure 3 Principle of operation of the reflectron. 

 

After the development of reflectron, the TOF has the following advantages: 1. High mass 

range, according to its principle, the m/z range is unlimited;29 2. Fast scanning, complete mass 

spectrum is obtained within several microseconds; 3. High sensitivity; 4. The TOF instrument 

design and construction is comparatively simple and inexpensive to an ICR and orbitrap; 5. Recent 

instruments allow for accurate mass measurements and tandem MS experiments.30 
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2.1.4 Triple Quadrupole Mass Spectrometry 

A hybrid mass spectrometry involves three quadrupole mass analyzer was developed in the 

1970s.31 This tandem mass spectrometry (MS/MS) features ion isolation and fragmentation which 

allows structural elucidation in depth. In addition, the most widely used function with a triple 

quadrupole mass spectrometry is its monitoring of MS/MS experiments. Both Selected Reaction 

Monitoring and Multi Reaction Monitoring opened the door to let researchers monitor a precursor 

ion and its specific product ions together with the ion abundance ratio at the same time.32-34 Figure 

4 below shows the schematic of a triple-quadrupole mass spectrometer. 

 

Figure 4 Triple-quadrupole mass spectrometer schematic. 

 

Due to its excellent selectivity and sensitivity, selected reaction monitoring (SRM) mode 

analysis using triple quadrupole mass spectrometers (TQ-MS) has been the technology of choice 

for quantitation of small molecules in biological matrices.35-37 In clinical labs, it has become the 

standard approach for liquid chromatography/mass spectrometry (LC/MS)-based quantitation. 

However, this approach requires optimization of tandem mass spectrometric (MS/MS) parameters 

for each compound to be analyzed. Compound optimization includes, at a minimum, selecting 

appropriate precursor/product ions and optimization of collision energies used for collision-

induced dissociation (CID). This process is normally performed manually by introducing 

compound solutions into the mass spectrometers. Despite the many attempts at automation,38-40 
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the SRM optimization still remains a discrete and time-consuming step in the development of a 

quantitative method. These processes typically require a dedicated and skilled analyst that will 

take into account possible crosstalks, adducts, unspecific ion transitions, etc.41 Endogenous matrix 

interference with a similar m/z value can also be problematic.42,43 Metabolites with a very close 

m/z value to that of the analyzed parent drug can also be problematic in SRM acquisition44 and 

can possibly be resolved by high-resolution accurate mass (HR) acquisition45. 

Moreover, the selective nature of SRM acquisition can mask valuable information such as 

co-eluting matrix ions, degradation products or adducts of the analytes of interest. It can have a 

significant impact on assay quality and robustness when running a large number of various samples 

in a routine manner. The main advantages of HR over SRM acquisition in quantitative-qualitative 

(Quan-Qual) analyses have already been described. 45  

 

2.1.5 Q-TOF Mass Spectrometry 

As a combination of high sensitivity and high mass accuracy for both precursor and product 

ions in both MS and tandem MS modes, quadrupole–time-of-flight (Q-TOF) mass spectrometers 

have been widely accepted by scientific community as powerful and robust instruments with 

unique capabilities with ion sources such as electrospray ionization (ESI), matrix-assisted laser 

desorption ionization (MALDI) and atmosphere pressure chemical ionization (APCI).  

Schematic of a Q-TOF is presented in Figure 4. Samples are ionized from an ambient ion 

source, such as ESI or APCI, and ions travel through an ion guide (Figure 4) into a quadrupole, 

where ions can be selected for tandem mass spectrometry experiments at the collision cell. The 

octopole ion guide helps to focus on the ions entering the instrument and as well as the hexapole. 

Octopole and hexapole provide both radial and axial collisional damping of ion motion. The ions 
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are thermalized in collisions with neutral gas molecules, reducing both the energy spread and the 

beam diameter and resulting in better transmission into and through both the quadrupole46 and 

TOF47 analyzers. After leaving the hexapoles, ions are re-accelerated in the axial direction to the 

necessary energies with near-thermal energy spreads. 

 

Figure 5 Quadrupole time-of-flight mass analyzer schematic 

 

For MS/MS, the quadrupole is operated in the mass filter mode to transmit only the parent 

ion of interest. The target ion is then accelerated before it enters the collision cell (hexapole), where 

it undergoes collision-induced dissociation (CID) after the first few collisions with neutral gas 

molecules (usually argon or nitrogen). The resulting fragment ions (in addition to the remaining 

parent ions) are collision-cooled and focused towards the TOF analyzer and detected. 

 

2.1.6 Electrospray Ionization 

In 1984, Masamichi Yamashita and John Fenn developed electrospray ionization (ESI), a new 

ionization source. This soft method allows less fragmentation or even no fragmentation during 

ionization.48 Now, ESI has become the most widely used ionization technique due to its ability to 
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be applicable for a vast variety of analytes such as inorganic and organic compounds. Due to its 

multiple-charged feature, polymers, lipids, peptides, and proteins with high molecular mass are 

able to be ionized. In addition, ESI allows coupling with liquid chromatography enhancing the 

field of MS analysis. 

During the ESI process, three major steps are required to generate ions in gas from electrolyte 

solution: (a) The production of charged droplets at the electrospray capillary tip; (b) Shrinkage of 

the charged droplets due to solvent evaporation and Rayleigh fissions (also called Coulomb 

fission); (c) the actual mechanism by which gas phase ions are produced from these droplets. The 

stages (a) to (c) occur in the atmospheric pressure region of the apparatus (see Figure 5). 

 
Figure 6 Illustration of major processes in the atmospheric pressure region of an ESI ion source 

run in the positive ion mode. 

 

In positive mode, the electric field, which is near the spray capillary tip, will polarize the 

solution. Under this polarization influence of the electric field, the solution will be sufficiently 

conducting. Then the positive ions in the solution will move to the surface of the meniscus and 

negative ions will move away from the meniscus. The downfield forces due to the polarization 

cause a distortion of the meniscus into a cone pointing downfield. The increase of surface due to 

the cone formation is resisted by the surface tension of the liquid49. This liquid cone is named as 

Taylor cone.50 The liquid cone tip becomes unstable if the electric field is high enough. Therefore, 



 

15 

a fine jet emerges from the cone tip. The surface of the jet is charged by an excess of cations. The 

repulsion between the charges on the jet causes the jet to break up into small charged droplets.51 

The charged droplets will then shrink due to solvent evaporation while the charge remains 

constant. The energy required for the solvent evaporation is provided by the thermal energy of the 

ambient gas, air at atmospheric pressure in most cases. As the droplet gets smaller the repulsion 

between the charges at the surface increases, and at a certain droplet radius, this repulsion 

overcomes the cohesive force of the surface tension. An instability results and leads to fission of 

the droplet that typically releases a jet of small, charged progeny droplets. The condition for the 

instability, also called Rayleigh fission or Coulomb fission, is given by the Rayleigh equation52: 

1
3 2

Ry 0Q 8 R   （ ）     (3) 

where QRy is the charge on the droplet,  is the surface tension of the solvent, R is the radius of 

the droplet, and 0  is the vacuum permittivity.  

Droplets at constant charge will experience the Rayleigh fission at or near the Rayleigh limit 

which is provided by equation (3), and then emit a jet of small, monodisperse charged product 

droplets. This shrinkage process has been confirmed by a number of experiments.53-55 The loss of 

mass on fission is less than 1% of the parent droplet but the loss of charge is much larger, that is, 

some 15–25% of the charge of the parent droplet.56 

Having repeated Rayleigh fissions, the parent droplets become smaller and smaller and 

eventually will convert to very small charged droplets which are the precursors of the gas-phase 

ions. The mechanisms by which the gas phase ions are produced from the very small ‘‘final’’ 

droplets is still not cleared. Two main assumptions are provided. 

Malcolm Dole developed the charge residue model (CRM) in 1968.57 The CRM assumes that 

the surface area of parent droplets decreases due to collisions with heated drying gas and/or heated 
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capillary. Figure 6 presents the CRM. 

As the parent droplet reduces in size, the charges on the surface move closer together, this 

results in Rayleigh fission. The offspring droplets that are formed from the parent droplet further 

reduce in size through the evaporation of solvent molecules. Each offspring droplet contains one 

analyte molecule. As the solvent molecules evaporate from the offspring droplets, the charge is 

deposited onto the surface of the analyte, thus producing gas-phase ions. The CRM applies by 

default to large molecules (MDa) since each droplet is only able to contain one molecule. 

 

Figure 7 Charge residue model schematic. 

 

The Charged Residue Mechanism works well for macromolecules. It has allowed quantitative 

predictions of the protein charge state in the gas phase using a simple correlation between charge 

state and protein mass and is well supported for proteins of widely varying mass.56 

The ion evaporation model (IEM) was proposed by Iribarne and Thomson in 1976.58 Like the 

CRM, the IEM assumes the evaporation and dissociation of parent droplets into offspring droplets. 

As the radius of the offspring droplet continues to decrease, the charge density and electric field 

increase.16The surface charge density is sufficiently lower than the Rayleigh limit, which causes 

the ejection of an ion from the offspring droplet instead of droplet dissociation. Figure 7 presents 

the IEM schematic. In MS experiments, the IEM is well-supported for small ions.59 However, 

unlike the CRM, it does not apply for very large ions. 
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Figure 8  Ion evaporation model schematic. 

 

As a summary, the real mechanism is possibly a combination of CRM and IEM. The authors 

propose that the lower charge states are due to an ion evaporation stage (IEM) that precedes the 

charged residue formation (CRM) of the protein.  

 

2.1.7 Direct Analysis in Real Time (DART) 

In 2005, DART mass spectrometry was developed to bring the possibility to perform rapid, 

non-contact analysis of materials at ambient pressure and with zero sample preparation.60,61 In 

2006, a first report demonstrates the potential of DART to screen tableted antimalarials for 

counterfeits.62 In addition, the potential of DART mass spectrometry for monitoring the quality of 

tableted medicines was published.63,64 In DART, samples are subjected to gas-phase ionization 

processes shares similarities to the gas phase ionization processes in atmospheric pressure 

chemical ionization (APCI)65,66 or atmospheric pressure photoionization (APPI).67,68 Helium or 

nitrogen atoms which were excited by DART would release into the atmosphere to initiate the gas-

phase ionization. Thus, atmospheric water vapor or other gaseous compounds would be ionized 

by the excited gas to create reagent ions. Then, these reagent ions promote chemical ionization of 



 

18 

the analyte. Due to its mechanism, Compounds with high molecular weight and nonvolatility are 

infrequently ionizable when using DART. Since these compounds are usually the potential 

interference in the matrix, the absence of them became a major advantage of DART. Figure 8 

shows the scheme of DART. The mechanism of ionization of DART using helium or nitrogen is 

described on the equations below: 

He+ energy He* (1) 

He*+N2He+N2
+ +e- (2) 

He*+MHe+M+ +e- (3) 

N2
+ +H2OH2O+ +N2 (4) 

N2
+ +MM+ +N2 (5) 

 
 
Figure 9 Schematic diagram of DART.60  

 

In February 2007, the Virginia Department of Forensic Science couple DART with a JEOL, 

Inc. (Peabody, MA) AccuTOF accurate mass spectrometer, online for development as a screening 

and confirmation tool in the analysis of drugs of abuse. Screening and confirmation of solid dosage 

forms of drugs are done by color tests, thin layer chromatography, and time-consuming 
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temperature-programmed runs on a gas chromatograph-mass spectrometer. Because the DART 

ionization technique was relatively new and untested in a forensic setting, a validation study 

needed to be carried out to determine the efficacy of the technique, with respect to these established 

analytical protocols. While the DART source produces spectra similar to other atmospheric 

pressure ionization techniques, especially electrospray ionization, differences would be expected 

due to the manner in which ions are produced. 

In general, DART ionization produces spectra with a characteristic peak at the protonated or 

deprotonated molecule. These ions are measured at their exact mass in the AccuTOF mass 

spectrometer. Elemental composition calculations, based on empirical formulas, can be performed 

on these ions to determine whether they fall within a specified error, usually measured in millimass 

units (mmu), of a known compound. 

While accurate-mass spectra have an inherent specificity, confirmation is difficult if the 

possibility of an isomer exists. In order to be used as a confirmation step in a drug analysis scheme, 

it is important that the DART spectra have characteristic peaks that can be used to confirm the 

presence of the suspected drug compounds. By varying the voltage on the orifice 1 of the AccuTOF, 

spectra with extensive fragmentation can be produced by in-source collision-induced dissociation 

(CID). Simultaneous collection of data at different orifice 1 voltages can be accomplished by 

utilizing the ‘‘function switching’’ mode of the AccuTOF operating software. Higher orifice 1 

voltages generally result in more fragmentation and therefore more characteristic ions being 

produced. The combination of accurate mass measurement of the protonated molecule and 

characteristic CID fragmentation allows for the production of spectra that can be used as part of 

an identification scheme for drugs of abuse. 
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2.2 Separation with High Performance Liquid Chromatography (HPLC) 

Most materials in our surroundings are mixtures of two or more components. Mixtures can 

be separated into their components by several physical methods. The choice of separation 

techniques is based on the type of mixture and difference in the chemical properties of the 

components of the mixture, such as polarity, size, H-bonding or π-π interaction. Depending on 

these involved properties, chromatography can be classified into five modes of separation based on 

the interaction between the stationary and mobile phase: adsorption (normal-phase), partition, ion 

exchange, molecular exclusion (size exclusion), and affinity chromatography. 

Chromatography is a separation technique used to separate the different components in a 

liquid mixture. It was introduced by Michael Tswett.69 Chromatography involves the sample being 

dissolved in a particular solvent called mobile phase. The mobile phase can be liquid or gas. The 

mobile phase is then passed through another phase called the stationary phase. In this process, the 

different properties of components lead to different interaction with both mobile phase and 

stationary phase. The various components of the mixture travel at different speeds, causing them 

to separate. There are different types of chromatographic techniques such as column 

chromatography, thin layer chromatography, paper chromatography, gas chromatography(GC) and 

liquid chromatography (LC). 

Generally, LC is coupled with a diode array detector (DAD).70 The UV and visible light 

absorption of the sample are continuously measured at single or multiple selected wavelengths. 
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Figure 10 HPLC schematic. 

The typical LC system contains mobile phase reservoirs, a degasser, pump, auto-sampler, 

column and column oven, and detector. Figure 9 presents a schematic of an HPLC system. The 

LC system used in this experiment utilizes a Reverse-phase liquid chromatography (RPLC) 

method. RPLC is one of the most popular modes of separation used in chromatography. In normal-

phase chromatography, the stationary phase is polar and the mobile phase is non-polar. RPC is the 

reverse of normal-phase chromatography, hence the name. The stationary phase is non-polar and 

the mobile phase is polar. Typical stationary phases consist of long hydrocarbon chains, such as 

octadecyl (C18), octyl (C8), and phenyl, attached to a support (silica or cross-linked polymer), 

while the mobile phase uses polar solvents such as methanol, acetonitrile, and tetrahydrofuran 

(THF). These solvents are typically mixed with water.71 

In clinical and forensic science, all impartial toxicological judgments and proper 

consultations are based on robust and reliable qualitative and quantitative analysis. But in most 

cases, the expect analytes are not well-known in advance and many other interfering biomolecules 

may negatively impact their detection, especially when analyzing in complex biological matrices 

such as post-mortem blood (plasma, serum), urine, saliva, tissues, or alternative matrices such as 

hair, nail, or sweat. Thus, separation techniques such as HPLC and GC coupled to a mass 

spectrometry had become the most famous analytical methodology in all fields of analytical 
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toxicology owing to its high identification and separation power combined with high sensitivity.  

As a combination of the physical separation, function of HPLC, with the mass analysis, function 

of MS. HPLC-MS gained its popularity on a variety of aspects and applications. 

 
2.3 MicroFluidics 

In the past a few years, microfluidic technologies have become famous in multiple research 

aspects due to the unique outstanding benefits such as their small sample amount requirement, the 

reduction in the solvent amount used, waste production and fast analysis speed, as well as the lower 

energy utilization.72 Thus, microfluidics has attracted interests in forensic science73 especially on 

explosives analysis, blood test74 and drug analysis.75-78 Increasing number of researchers have 

developed different microfluidic platforms for various purposes as drug extraction,79 screening,80 

and detection81.  

Other studies have focused on microfluidics devices that can be used for presumptive testing 

of illicit drugs. These devices focus on separation, extraction, and quick screening and preliminary 

identification of drugs such as amphetamines, cocaine, morphine, methamphetamine, barbiturates, 

and benzodiazepines.82-84  

The first microfluidic system utilized for drugs of abuse analysis was described in 2000 by 

Greenway et al.85 The platform was based on the use of Ru(bipy)3 2+ chemiluminescence (CL) to 

detect codeine. Since then, numerous different and more complex systems have been reported. 

Other studies have focused on microfluidics devices that can be used for presumptive testing 

of illicit drugs. These devices focus on separation, extraction, and quick screening and preliminary 

identification of drugs such as amphetamines, cocaine, morphine, methamphetamine, barbiturates, 

and benzodiazepines.82-84  
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Immunoassays are the first screening tests performed for forensic drug analysis in biological 

samples. Through a specific molecular recognition, an antibody and antigen bind to form an 

antibody-antigen complex. In this complex, either the antibody or antigen is labeled, which enables 

the detection and quantification of trace amounts of the drug.86 

Extraction of a drug from a biological sample, such as a bodily fluid or tissue, is the first step 

in the confirmatory drug analysis. The sample is usually subjected to one of the two common 

extraction techniques—SPE or liquid–liquid extraction (LLE)—to eliminate the matrix effect and 

pre-concentrate the drug.87-89 In microfluidics, in addition to SPE and LLE, more extraction ideas 

have been tested. 

Following the extraction of the drugs, separation is commonly performed using GC or HPLC. 

Although these are the two most popular separation techniques in forensic laboratories90, the 

emphasis in microfluidic drug separation was on electrokinetic methods, including CE and MEKC. 

Recently, Drs. Dow, Hinks, and Vinueza from NC State University developed a new 

microfluidic device (MFD) for the extraction of dyes from fibers of “forensic size” (~1 mm in 

length) under NIJ grant 2011-90824-NC-DN. This device has a cavity that can be used for other 

purposes such as paper, fibers, or paper containing dry blood spots (DBS). The scheme of 

microfluidics is presented in Figure 10. Figure 11 and Figure 12 demonstrate the design of the 

microfluidic cavity chip and how to place the sample onto the chip. Trace amount sample could 

be easily put onto the sample holding post. During extraction, the solvent will be introduced 

through the fluid inlet. After extraction, the extracted solution will be pushed out through the 

fluidic inlet. Nitrogen gas is applied as a driving force. 
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Figure 11 Schematic diagram of the Microfluidic Device. 

 

  

Figure 12 Design of microfluidics cavity chip. 

  
Figure 13 Sample placement onto cavity chip. 
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The extracted material can be collected for chromatography and mass spectrometry analysis. 

However, this process can be avoided if the MFD can be connected directly to a mass spectrometer 

for a faster analysis. 

 

2.4 Sample preparation methodologies 

2.4.1 Solid Phase Extraction 

As the most widely used sample preparation method, solid-phase extraction (SPE) is used 

by analytical laboratories to purify or concentrate target analytes from a complex mixture of 

samples for analysis. In an SPE procedure, the sample needs to be dissolved or suspended in a 

solvent, then passed a solid phase through to get a separation among multiple components. 

Depending on the samples and SPE materials, the target analytes of interest may be either in the 

eluted solution or retained in the solid phase. If the target analytes retained in the solid phase, an 

extra step of elution with suitable solvent is needed to obtain the analytes from the solid phase for 

future analysis.  

Commercial miniaturized Solid Phase Extraction(SPE) devices are available in a variety of 

formats and are currently widely utilized in many crime labs for forensic purpose. Solid-phase 

extraction is now the most form of removing drugs from biological fluids prior to analysis (HPLC, 

GC, GC/MS, etc.). The economic reasons behind the use of solid-phase columns have been well 

documented and include markedly reduced solvent consumption (and therefore reduced solvent 

disposal), faster laboratory turnover time, increased extraction efficiency, no emulsion formation, 

decreased evaporation volumes, and ease of automation compared to traditional solvent extraction 

procedures. Different types of solid phase materials are available such as normal phase, reverse 

phase, ion exchange, etc. SPE is a relatively cost-effective methodology because it is reusable and 
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the reconditioning process is easy to operate.  

SPE also has various branched techniques such as Micro Extraction by Packed Sorbent 

(MEPS), this combination of SPE cartridge and a syringe has a sorbent bed inserted into the barrel 

of the syringe. In the MEPS procedure, the liquid sample is aspirated and ejected multiple times 

using the MEPS syringe. 

 

2.4.2 Solid Phase Micro Extraction 

Solid Phase Micro Extraction (SPME) is a sample preparation methodology based on a coated 

fiber in the syringe.  SPME was originally designed as a technique for the solvent-free analysis of 

volatile organic contaminants in environmental samples. The fiber is a solid support which coated 

by a dispersed material which plays the role as an extracting phase. During headspace sampling 

which was first described in 1993, the fiber is exposed to the sample for a period of time to absorb 

volatile analytes. Then the fiber is heated to desorb the analytes for GC analysis. The ease of 

operation is an obvious advantage of SPME. Besides this, SPME presents excellent LOD and 

LOQ.89,91 

Thus, a wide variety of applications are now being pursued, including the analysis of drugs 

from a variety of biological and related matrices, including blood, plasma, urine, hair, and saliva. 

SPME offers the potential for very ‘clean’ analyses, with little to no interference from non-volatile 

compounds. Most of the reported methods shown to date have involved headspace techniques for 

volatile drugs with excellent selectivity. However, the current limitation is sample type and time 

consumption. Since SPME requires a volatile sample, sometimes the non-volatile samples need to 

be derivatized. The entire SPME process also requires very long sample preparation time (~60min), 
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long desorption time (~20min) and needs to be re-conditioned every time (300 ℃ up to 120mins 

until no peaks appear in the GC). 

Solid phase microextraction – microfluidic device (SPME-MFD) system was reported by 

Choi, K et al. This SPME-MFD device was coupled to LC-MS for confirmatory analysis. The 

LOD could be as low as 500pg/mL, but it requires a 60 min immersion time for sample preparation, 

and SPME fibers need to be re-conditioned every time. 

 

2.5 Electrospun nanofibers 

Electrospinning is a relatively new technique to produce continuous fibers with diameters 

down to a few nanometers. Both synthetic and natural polymers could be electrospun. In addition, 

other agents like metals particles, reactive agents and nanoparticles are possible to be blended and 

loaded with polymer to make special functionalized nanofibers. Because of its simplicity of 

processing, electrospinning technique is now increasingly being employed in university 

laboratories and industry. 

Electronspun nanofibers gained popularity in various fields such as medical materials, special 

textiles, filtration techniques, and nano-electronics.1,2,92,93 The advantage of using nanofibers is the 

high surface-to-volume ratio. The high surface-to-volume ratio makes nanofiber an outstanding 

material to be combined with MFD. 
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Figure 14 Schematic diagram of electrospinning. 

The scheme of a typical electrospinning experiment in a laboratory is shown in Figure 13. In 

the beginning, the selected polymer solution is pumped through a needle. This needle also works 

as an electrode with a high electric field of 10-16 kV. On the other side, there is a piece of foil as 

nanofiber collector and the counter electrode. In typical laboratory uses, the distance between 

needle and foil is 10–25 cm. The currents that flow during electrospinning range from a few 

hundred nanoamperes to microamperes.  

Once the high voltage applied to this system, it causes a cone-shaped deformation of the drop 

of polymer solution50. Then deformed drop will form a jet to flies towards the collector. During 

the flight, the solvent in the jet evaporates and polymers are eventually formed nanofibers and 

precipitated on the collector.92,94 Therefore, a nanofiber mat could be obtained on the collector as 

a result of sustaining polymer solution injecting and high voltage. After cooling and drying, the 

nanofibers are then transferred to Scanning Electron Microscope (SEM) to the characterization of 

its microstructure. 
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3. Research Objectives 

The goal of this research is to develop qualitative and quantitative analysis methods that allow 

for rapid, cost-effective drug screening using a microfluidic device coupled with a quadrupole-

time-of-flight mass spectrometer for forensic applications. The methods also enable high 

throughput by eliminating lengthy sample preparation and chromatography.  

Aim 1: Develop an MFD-MS method for fast screening and identification of drugs. 

Produce nanofibers by electrospinning as drug adsorption substrate to provide a selective and 

rapid sampling for the microfluidic extraction, which will be coupled with a mass spectrometer for 

screening purposes.  

Aim 2: Examine the selectivity of different nanofibers. by choosing nanofibers with different 

organic group functionalities. 

Based on the hypothesis of the influence of intermolecular interactions, more nanofibers with 

different organic group functionalities are produced to obtain different surfaces with diverse 

intermolecular interactions. Comparing the elution profile of different drug mixtures and the 

results of computed molecular properties will help understand their selectivity. 

Aim 3: Application on porcine plasma and method validation. 

Apply the best method to a porcine plasma sample, which is a good alternative to human post-

mortem blood, for forensic applications. Validate the quantitation method based on the U.S. Food 

and Drug Administration standards. Comparing the LOD and LOQ to North Carolina Office of the 

Chief Medical Examiner and other forensic articles recommended values. This recommended guide 

could be found on NCOCME Toxicology website. 
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4. Development of selective drug screening method using nanofibers via MFD-MS 

4.1 Abstract 

Drug abuse puts serious health risk on people no matter their ages and societies, and this 

global problem is growing even faster.3 Nowadays, forensic labs have a lack of the resources, 

funding, and knowledge.  The analysts are working with methods that rely on limited databases 

for identification that lack these new compounds. Current sample preparation methods for trace 

drug analysis are most commonly performed using solid-phase microextraction, or SPME requires 

long sample preparation time and re-conditioning time. Thus, accurate and rapid analytical systems 

are needed for drug screening and analysis in the forensic field. This study will discuss a 

methodology involves electrospun nanofibers, microfluidic extraction, mass spectrometry, the 

benefits of selectivity and rapid analysis. 

 

4.2 Introduction 

Forensic science is the application of science to criminal and civil laws during the 

investigation, governed by legal standards of admissible evidence and criminal procedure. Crime 

Scene Investigation Procedure contains collection, preservation, and analysis of scientific evidence. 

The diversity of professions practicing Forensic Science may be illustrated by the 11 sections of 

the American Academy of Forensic Sciences (AAFS) classification: Criminalistics, Digital and 

Multimedia Sciences, Engineering Sciences, General, Jurisprudence, Odontology, Pathology and 

Biology, Physical Anthropology, Psychiatry and Behavioral Sciences, Questioned Documents and 

Toxicology. Drug abuse puts serious health risk on people no matter their ages and societies, and 

this global problem is growing even faster.3 In forensic drug analysis, according to their 

pharmacological effect, drugs could be classified as depressants, such as barbiturates and 
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benzodiazepines; stimulants, such as amphetamines and cocaine; analgesics, such as opioids and 

psychotomimetics such as marijuana4. 

Unfortunately, forensic science is not as robust as society thought, Forensic Science has a 

“lack of science”. In 2004 Madrid Train Bombing event, FBI, which was considered as the most 

advanced institute in forensic aspects, mistakenly located and arrested an innocent person whose 

name was Brandon Mayfield because of a fingerprint misidentification. Induced by this tragic 

event, other wrong convictions and mistakes of the FBI were mentioned, and eventually, the field 

of forensics received a negative impact. The US Congress ordered the National Academy of 

Science to conduct research of the sciences used in Forensic Science.  

Therefore, as a result of the NAS report, the Scientific Working Group for the Analysis of 

Seized Drugs (SWGDRUG) recommendations were used to guide the drug analysis in Forensic 

Chemistry in 2011. In the recommendations, current analytical instrumentations were categorized 

into three main groups: Category A which is confirmatory, category B which is screening and 

category C which is presumptive. In order to obtain a minimum positive identification of seized 

drugs, one category A plus one category B or C are required. In 2017, these SWGDRUG 

recommendations were approved to become an ASTM standard for drug analysis. In the next 

section, currently utilized instrumentation in forensic science will be discussed. 

Nowadays, forensic labs have a lack of the resources, funding, and knowledge.  The analysts 

are working with methods that rely on limited databases for identification that lack these new 

compounds. Therefore, a large amount of evidence needs to be transferred to some third party labs 

to do the entire identification and characterization. All these increasing evidence analysis time. 

Thus, the long analysis time of seized drugs is a big challenge in forensic labs. This creates backlog 

delays on evidence processing and innocent people may be waiting in jail. These erroneous 
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incidents demonstrate the limitation of current forensic crime labs. New methodologies need to be 

accomplished. 

Current sample preparation methods for trace drug analysis are most commonly performed 

using solid-phase microextraction, or SPME. SPME uses a low-polar or non-polar coated fiber to 

absorb volatiles from solution without contact. The fiber is then heated to desorb the volatiles for 

GC analysis. The benefits of SPME includes the ease to operate and excellent limits of detection 

and quantitation (LOD and LOQ). Various researchers reported that they obtained the LOD could 

be as low as several tens or hundreds of pg/mL level, but the sample preparation time is 60-minutes 

long. In addition, the SPME fibers need to be re-conditioned for around 30-minute every time after 

use.  

Thus, accurate and rapid analytical systems are needed for drug analysis in the forensic and 

pharmaceutical field. Drug abuse puts serious health risk on people no matter their ages and 

societies, and this global problem is growing even faster.3 In forensic drug analysis, according to 

their pharmacological effect, drugs could be classified as depressants, such as barbiturates and 

benzodiazepines; stimulants, such as amphetamines and cocaine; analgesics, such as opioids and 

psychotomimetics such as marijuana4. 

Based on immunoassay technologies, certain on-site screening devices have been developed 

and became commercially available.5-7 The first microfluidic system utilized for drugs of abuse 

analysis was described in 2000 by Greenway and his colleague85 to detect codeine based on the 

use of Ru(bipy)3 2+ chemiluminescence (CL). Since then, numerous different and more complex 

systems have been reported. 

Other studies have focused on microfluidics devices that can be used for presumptive testing 

of illicit drugs. These devices focus on separation, extraction, and quick screening and preliminary 
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identification of drugs such as amphetamines, cocaine, morphine, methamphetamine, barbiturates, 

and benzodiazepines.82-84 

Mass spectrometry with high resolution offers great sensitivity and versatility, which in 

combination with microfluidics and liquid chromatography can be a unique analytical tool for both 

purposes. In addition, mass spectrometry methods coupled with separation techniques such as GC-

MS and HPLC-MS have been utilized8. An ideal on-site drug analysis system should provide 

reliable qualitative and quantitative results with minimal sample preparation. Therefore, a 

multidimensional system for the drug analysis is needed to assist in the fast screening and 

identification. 

In this study, the electrospinning technique was used to produce nanofibers. The high surface-

to-volume ratio of nanofibers provided better adsorptive performance comparing with a cotton 

swab, as well as dramatically reduced time consumption comparing with SPME. A microfluidic 

extraction device coupled to an Agilent Q-TOF mass spectrometry allowed rapid extraction and 

MS analysis.  

 

4.3 Materials 

4.3.1 Solvent 

HPLC grade acetonitrile and methanol were purchased from J.T.Baker, Deionized water was 

obtained from ELGA Purelab Ultra AN MK2. 

Porcine blood with heparin was obtained from NC State University, College of Veterinary 

Medicine. 

 

4.3.2 Other supplies 

Disposable Luer-slip plastic syringes (1 mL), Millex-GV 13 mm, 0.22 μm polyvinylidene 
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fluoride (PVDF) filters, syringe needles (0.52 mm O.D. x 0.26 mm I.D., 25 gauge), and 

Fisherbrand 15 x 45 mm, 1-dram glass vials were purchased from Fisher Scientific. Amber screw 

top glass vials (2 mL) were purchased from Agilent Technologies (Part number: 5188-6535). 

 

4.3.3 Drug Standards 

Drug standards M-025, O-020 and S-038 were purchased from Cerilliant Inc. An artificial 

drug mixture solution was obtained from Shimadzu via collaboration. 

 

4.4 Experiments and instrumentation 

4.4.1 Sample preparation 

All drug standards were prepared for analysis by diluting in 1 mL of methanol in a 1-dram 

Fisherbrand 15 x 45 mm, glass vial to make the concentration of 100 ng/mL. Since most common 

drugs have recommended LOD around 100 ng/mL, according to the North Carolina Office of the 

Chief Medicine Examiner(NCOCME). The diluted samples were transferred into 2-mL Agilent 

amber screw top glass LC vials (Part number: 5188-6535) for analysis. 

Porcine plasma was separated from porcine blood by using a centrifuge set at 2400 rpm for 

10 min.  

 

4.4.2 Nanofiber preparation by electrospinning 

Polyacrylonitrile (PAN), polyvinylidene difluoride (PVDF), and polyvinyl alcohol(PVA) 

nanofibers were prepared for this study. These nanofibers were selected due to their structure 

(functionality) and ease of control of the fiber diameter during production. The preparation of the 

PAN nanofibers by electrospinning was performed by making a solution of 2.4 g of 

polyacrylonitrile (PAN, Mw = 150,000, Sigma–Aldrich) and mixing it with 30 g of N,N-
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dimethylformamide, followed by mechanical stirring at 50 °C for 24 h. The solution was 

transferred to a syringe and was electrospun into nanofibers under a high voltage of 15 kV. During 

electrospinning, the needle-collector distance and the feed rate were fixed at 15 cm and 0.75 

mL/min, respectively. For PVDF nanofibers, preparation of a solution of N,N-

Dimethylacetamide/acetone (7:3)  was mixed with polyvinylidene fluoride (PVDF, MW = 400,000, 

Sinopharm Chemical Reagent Co., Ltd) to obtain a 12% wt. solution, which was stirred at 60°C 

for 12 h. The solution was transferred to a syringe and was electrospun into nanofibers under a 

high voltage of 16 kV. During electrospinning, the needle-collector distance and the feed rate were 

fixed at 20 cm and 0.4 mL/h, respectively. For Chitosan nanofibers, preparation of a solution of 

acetic acid (90% aqueous) was mixed with chitosan (MW = 190,000, Sigma–Aldrich) to obtain a 

5% wt solution, which was stirred at 25°C for 12 h. The solution was transferred to a syringe and 

was electrospun into nanofibers under a high voltage of 16 kV. During electrospinning, the needle-

collector distance and the feed rate were fixed at 10 cm and 0.4 mL/h, respectively. 

After preparation, PVA and Chitosan nanofibers were then transferred into the oven to be 

heated for 4 hours to get crosslinked. This process is necessary to avoid dissolution in water. 

 

4.4.3 Mass Spectrometry 

MS: The Agilent Technologies 1260 liquid chromatography is coupled to an Agilent 

Technologies 6520 Accurate-Mass Quadrupole–Time-of-Flight (Q-TOF) mass spectrometry 

equipped with an electrospray ionization (ESI) source or direct analysis in real time(DART) 

ionization source. Ionization was carried out in positive ionization mode. Mass spectrometer 

conditions were: nebulizer pressure, 35 psig; capillary voltage, 4000 V; drying gas flow, 12 L/min 

at 350°C; fragmentor voltage, 175 V.  
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CID: Tandem MS were performed using MS/MS acquisition function of Agilent MassHunter 

Acquisition interface. The analyte ions of interest were isolated using a narrow window (~1.3). 

The collision energy was 20 eV 

The LC-Q-TOF was operated using an HP xw4600 Workstation computer. Data collection 

and analysis were performed respectively using Agilent MassHunter Acquisition and Agilent 

MassHunter Qualitative Analysis B.06.00. Calibration of the mass spectrometer was performed 

per manufacturer settings. 

 

4.4.4 Microfluidic Extraction 

Nanofibers were cut into 2mm diameter piece and then immersed into the diluted drug 

standards for 5 seconds for sample preparation. A set of experiment with different immersion time 

has been tested before. There is no significant difference between 5 seconds and 10min immersion. 

So 5 seconds immersion is selected to gain fast sample preparation rate. 

HPLC grade methanol and acetonitrile were used as extraction solvent. Totally 4 solvent-fill-

and-extract were set. No heating required, all extractions were done at room temperature. 

 

4.4.5 HPLC separation 

LC: Chromatogram was performed with an Agilent PoroshellTM 120 EC – C18(2.7 μm, 

3.0mm x 100 mm) reverse-phase column. The isocratic method used is 20% of mobile phase A 

and 80% of mobile phase B. The flow rate was 0.5 mL/min, the total run time was 16 minutes, 

and the equilibration time between samples was 1 minute. The injection volume of each sample 

was 1 μL. 

DAD: Agilent Technologies 1260 liquid chromatograph is equipped with a photodiode array 
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detector (DAD). The DAD was used on a 190 – 780 nm wavelength scan. 

 

4.5 Results and discussion 

4.5.1 Production of nanofibers 

Polyacrylonitrile (PAN), polyvinyl alcohol (PVA) and polyvinylidene difluoride (PVDF) 

nanofibers have been prepared. After spinning, collected PVA nanofibers were then transferred to 

the oven to be heated under 150 °C for 2h, to achieve crosslinking, which is required for PVA 

nanofibers to improve its water stability. Figure 15 below is the Scanning Electron Microscope 

(SEM) photo of crosslinked PVA nanofibers. 

 

Figure 15 SEM graph of PVA nanofibers. 
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4.5.2 Microfluidic extraction and MS screening 

The performance of the absorbance of PAN and PVDF nanofibers with respect to solutions 

containing the drugs of interest were compared with cotton fibers (control). Total Ion Current 

(TIC) signal was monitored on the mass spectrometer (all electronic conditions maintain the 

same) to compare all the fibers extraction by the microfluidic device. Figure 16 below shows a 

typical TIC of microfluidic extraction with 4 solvent fills. 

 

Figure 16 TIC of a microfluidic run with 4 buffer fills. 

 

Spectra in Figure 16 is the comparison among nanofibers and cotton swab using MeOH as 

the extraction solvent. QTOF-MS results show that PAN has a greater potential to adsorb 

ibuprofen and Acetaminophen (APAP) samples compared to PVDF, which is reasonable due to 

its superior hydrophobicity which means fewer drug adsorption. In addition, PAN nanofiber 

demonstrated to absorb more ibuprofen and APAP compared to cotton fibers, since the signal 

from both drugs was not observed in the mass spectrometer from the cotton extraction. 

Comparing with PAN, cotton has lower capacity and poorer interaction with drugs, which leads 
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to less drug attraction and storage, which leads to the absence of expected drug signals. Structure 

of ibuprofen and APAP are displayed in Figure 17.  

 

Figure 17 Comparison of nanofibers and a cotton swab. A is PAN, B is PVDF, C is cotton, D is 

blank.  

Figure 17-1 is ibuprofen and Figure 17-2 is acetaminophen. 

 

O
HO

ibuprofen
Chemical Formula: C13H18O2

Exact Mass: 206.1307  

HO NH
O

acetaminophen
Chemical Formula: C8H9NO2

Exact Mass: 151.0633  

Figure 18 Chemical structures and information of ibuprofen and acetaminophen. 
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        Table 2 below shows the selectivity comparison among PVA, PAN, and direct injection. 

Experiments were replicated three times. Utilized drug standards were purchased from Cerilliant 

and then diluted to 100 ng/mL. Microfluidic extraction solvent was HPLC grade methanol. All the 

samples were run with Agilent 6520 Q-TOF mass spectrometry under the same electronic 

condition and experimental conditions. Comparing the nanofiber results to direct injection result 

could help eliminate the influence of ionization bias and thus helps focus on the selectivity. The 

difference between a nanofiber result and direct injection result indicates the difference of 

adsorption which is the selectivity. In diluted drug standard M-025, methamphetamine and cocaine 

present completely different relative abundance when using PVA nanofibers and PAN nanofibers. 

In diluted drug standard O-020, even both PVA and PAN have the common methadone as the most 

abundant signal, the relative abundance of the other four drugs are relatively higher when using 

PAN than using PVA. This behavior shows the influence of nanofibers’ chemical structures. Figure 

18 shows the structures of all drugs analyzed. 

 

Table 2 Relativity abundance of drugs extracted by MeOH from PVA and PAN nanofibers. 

Drug in the standard solution PVA PAN Direct 

Injection 

(±)-Methamphetamine 30%±5% 100% 100% 

Cocaine 100% 68%±6% 71%±5% 

Heroin 14%±3% 31%±5% 27%±4% 

(±)-Methadone 100% 100% 100% 

Codeine & Hydrocodone 29%±4% 41%±5% 31%±2% 
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Table 2 (continued). 

Meperidine 55%±3% 57%±5% 53%±4% 

Oxycodone 11%±3% 18%±3% 15%±4% 

All values are relative abundance. Methamphetamine, cocaine, and heroin are mixed together, 
methadone, codeine, hydrocodone, meperidine and oxycodone are mixed together.  
 
 
 

 

Figure 19 Chemical structures and information of all drugs in M-025 and O-020. 

 

According to the structures, cocaine has five hydrogen-bonding acceptors and 

methamphetamine has only one acceptor. PVA has hydroxy functionalities that could act as 

hydrogen bonding donor, which PAN doesn’t have. This difference may indicate the reason for 

the higher abundance of cocaine in PVA nanofibers. The stereostructure of heroin, codeine, 

hydrocodone, and oxycodone negatively affected the contact between the drug molecule and the 

nanofiber surface. The loose connection could explain why the number of hydrogen bonding 

acceptors doesn’t provide a significant difference between PVA and PAN. In addition, the 

polarity of nanofibers and drugs will also affect the relative abundance. 
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Table 3 Relativity abundance of drugs extracted by ACN from PVA, PAN nanofibers, and direct 

injection. 

Drug in the standard solution PVA PAN Direct 

Injection 

(±)-Methamphetamine* 19%±5% 78%±3% 70%±6% 

Cocaine* 89%±3% 55%±3% 64%±3% 

Heroine* 12%±5% 15%±4% 21%±4% 

(±)-Methadone 100% 100% 100% 

Codeine & Hydrocodone 23%±5% 31%±3% 27%±6% 

Meperidine 31%±7% 40%±4% 37%±5% 

Oxycodone 15%±4% 16%±3% 15%±5% 

*Most abundant signal is 112.9857, which is trifluoroacetate, a component in tuning mix, 

acts as a background signal. 

 

In order to understand the influence of the extraction solvent. Another experiment with the 

same drug standard solutions but different extraction solvent was performed. At this time, the 

utilized solvent was acetonitrile (ACN). Results are shown in Table 3 above. Comparing with 

MeOH, ACN has a lower polarity and based on its structure there ACN is only an H-bonding 

acceptor, hence reducing its ability to form hydrogen bonding with drug molecules. As expected, 

unlike the MeOH extraction result showed before in Table 2, almost all drugs’ relative abundance 

decreased. When comparing to the direct injection result, the selectivity could still be observed but 

not as significant as MeOH extraction experiment. Since the amount of drug adsorption remains 
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same if using same nanofibers, this decreased relative abundance means less drug was extracted. 

Otherwise, the drugs are still partially trapped inside the nanofibers after ACN extraction. This 

phenomenon shows that ACN is not a good extraction solvent comparing to MeOH because of its 

lower polarity and weak hydrogen bonding interaction with drugs.  

 

4.5.3 Conclusion 

Two types of nanofibers were successfully produced by electrospinning. They present 

selectivity on different drug structures based on the hydrogen bonding interaction and polarity. 

Stronger interaction will lead to more adsorption, and will even “trap” the drugs during extraction 

based on the choice of extraction solvent. The microfluidic extraction device provides four 

extractions in a single run within 3.5 min. This rapid extraction with minimal sample requirement 

and solvent consumption helps improve the efficiency for drug analysis. Q-TOF mass 

spectrometry provides accurate screening and identification based on exact mass measurement. 

 

5. Study of drug selectivity based on the influence of intermolecular interactions between 

drugs and the functionalities of nanofibers 

5.1 Abstract 

The different organic group functionalities present on nanofibers are responsible for having 

different polarities and can affect the possibility to form hydrogen bonding. These characteristics 

will influence the intermolecular interaction between the drugs and the nanofibers and eventually, 

lead to a different selectivity. The elution profile has been measured to study and describe the 

influence of intermolecular interaction. A new chitosan nanofiber has been prepared to provide a 

nanofiber with mostly the ability to form hydrogen bonding. In addition, π-π stacking was 
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introduced by preparing new PVA nanofiber with graphene oxide composites. KNIME was used 

to quantitatively calculate the number of hydrogen bonding donor/acceptor and the XLogP, to 

provide a perspective understanding of the intermolecular interaction. 

 

5.2 Introduction 

In Chapter 4, MS analysis shows the difference of relative abundance of drugs when 

examining the same drug standard solution using different nanofibers. This result indicates the 

different selectivity based on the intermolecular interaction between the drugs and the 

functionalities of nanofibers. In addition, the polarity of solvent may also affect the drug extraction. 

Three key factors were proposed: 1. The ability to form hydrogen bonding between drugs and 

nanofibers, 2. The polarity of nanofibers, 3. The polarity of drugs. Both polarities affect the Van 

der Waals interaction between drugs and nanofibers. 

To understand how the intermolecular interactions would influence the selectivity, the elution 

profile of microfluidic extraction has been measured. From the elution profile, it is easy to observe 

how the relative abundance changes during microfluidic extraction, which presents the retention 

of a specific drug on a specific nanofiber. Chitosan nanofiber has been prepared to promote more 

hydrogen bonding interactions. A new type of intermolecular interaction, π-π stacking has been 

introduced to PVA nanofibers by preparing PVA with graphene oxide composites. 

Because of its excellent conductivity coming from the π system, graphene has been widely 

utilized in the preparation of high efficiency electronic devices.93,95-97 The oxygen-rich groups on 

the graphene oxide could provide hydrogen bonding interaction sites, thus the stronger interactions 

between metallic ions and oxygen-rich groups extended the applications.93,95,97 



 

45 

To quantitatively describe the polarities of the drugs, XLogP98 was introduced in this study. 

The partition coefficient abbreviated P, is defined as a particular ratio of the concentrations of a 

solute between the two solvents (a bi-phase of liquid phases), specifically for un-ionized solutes, 

and the logarithm of the ratio is thus LogP. When one of the solvents is water and the other is a 

non-polar solvent, then the LogP value is a measure of lipophilicity or hydrophobicity. The defined 

precedent is for the lipophilic and hydrophilic phase types to always be in the numerator and 

denominator. Normally, LogP means the partition coefficient of octanol and water in the 

pharmaceutical field to describe the hydrophilicity or lipophilicity of the drugs, which is 

corresponding to the polarity. The XLogP is a program for the prediction of the octanol/water 

partition coefficients of organic compounds. The XLogP was developed by the Institute of 

Physical Chemistry, of the Peking University and was first published in 1997. It is at least as 

accurate and more versatile as commercially available programs such as CLogP. It also has been 

tested by researchers in the Pharmaceutical Products Division of Abbott Laboratories for LogP 

prediction. XLogP is based on a group contribution method, but with some corrections (e.g. for 

the nature of the first neighbor of a group). The group contribution was developed using a training 

set of 1831 organic compounds. 

In 2004, a team of software engineers at the University of Konstanz developed Konstanz 

Information Miner (KNIME), which is a free and open-source data analytics and mining platform. 

Compared with other data mining software such as SPSS and SAS, KNIME was famous because 

of its versatility and its friendly user interface. Traditional cheminformatics platforms rely on 

command line interfaces to operate, which considerably hinders their application as they require 

the operator to have certain training in command line language. KNIME, on the other hand, has a 

Graphic User Interface (GUI) and modular functionality, which greatly facilitates the operation as 
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well as the modification of calculation as the operator could change the functionality of the whole 

workflow by connecting and disconnecting nodes. Datasets obtained from different sources could 

be integrated into one workflow. Currently, KNIME is usually used in biological as well as 

pharmaceutical applications.99 The introduction of KNIME in this project promotes the 

combination of cheminformatics and forensic science.  In this chapter, KNIME was used to 

calculate the number of hydrogen bonding donors and acceptors, and the XLogP which indicates 

the polarity of the drugs. 

 

5.3 Materials 

5.3.1 Solvent 

HPLC grade acetonitrile and methanol were purchased from J.T.Baker, Deionized water was obtained 

from ELGA Purelab Ultra AN MK2. Porcine blood with heparin was obtained from NC State 

University, College of Veterinary Medicine. 

 

5.3.2 Other supplies 

Disposable Luer-slip plastic syringes (1 mL), Millex-GV 13 mm, 0.22 μm polyvinylidene 

fluoride (PVDF) filters, syringe needles (0.52 mm O.D. x 0.26 mm I.D., 25 gauge), and 

Fisherbrand 15 x 45 mm, 1-dram glass vials were purchased from Fisher Scientific. Amber screw 

top glass vials (2 mL) were purchased from Agilent Technologies (Part number: 5188-6535). 

 

5.3.3 Drug Standards 

Drug standards M-025, O-020, and S-038 were purchased from Cerilliant Inc. 
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Figure 20 Chemical structures and information of all drugs in M-025, O-020, and S-038. 

 

5.4 Experiments and instrumentation 

5.4.1 Sample preparation 

All drug standards were prepared for analysis by diluting in 1 mL of methanol or porcine 

plasma in a 1-dram Fisherbrand 15 x 45 mm, glass vial to make concentration 10 ppm. The diluted 

samples were transferred into 2-mL Agilent amber screw top glass LC vials (Part number: 5188-

6535) for analysis. Porcine plasma was separated from porcine blood by using a centrifuge set at 

2400 rpm for 10 min. 

 

5.4.2 Nanofiber preparation by electrospinning 

Polyacrylonitrile (PAN), polyvinyl alcohol(PVA) and chitosan nanofibers were prepared for this 

study. These nanofibers were selected due to their structure (functionality) and ease of control of 

the fiber diameter during production. The preparation of the PAN nanofibers by electrospinning 
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was performed by making a solution of 2.4 g of polyacrylonitrile (PAN, Mw = 150,000, Sigma–

Aldrich) and mixing it with 30 g of N,N-dimethylformamide, followed by mechanical stirring at 

50 °C for 24 h. The solution was transferred to a syringe and was electrospun into nanofibers under 

a high voltage of 15 kV. During electrospinning, the needle-collector distance and the feed rate 

were fixed at 15 cm and 0.75 mL/min, respectively. For PVA nanofibers, For Chitosan nanofibers, 

preparation of a solution of acetic acid (90% aqueous) was mixed with chitosan (MW = 190,000, 

Sigma–Aldrich) to obtain a 5% wt. solution, which was stirred at 25°C for 12 h. The solution was 

transferred to a syringe and was electrospun into nanofibers under a high voltage of 16 kV. During 

electrospinning, the needle-collector distance and the feed rate were fixed at 10 cm and 0.4 mL/h, 

respectively. After preparation, PVA and Chitosan nanofibers were then transferred into the oven 

to be heated for 4 hours to get crosslinked. This process is necessary to avoid dissolution in water. 

 

5.4.3 Mass Spectrometry 

MS: The Agilent Technologies 1260 liquid chromatography is coupled to an Agilent 

Technologies 6520 Accurate-Mass Quadrupole–Time-of-Flight (Q-TOF) mass spectrometry 

equipped with an electrospray ionization (ESI) source or direct analysis in real time (DART) 

ionization source. Ionization was carried out in positive ionization mode. Mass spectrometer 

conditions were: nebulizer pressure, 35 psig; capillary voltage, 4000 V; drying gas flow, 12 L/min 

at 350°C; fragmentor voltage, 175 V.  

CID: Tandem MS were performed using MS/MS acquisition function of Agilent MassHunter 

Acquisition interface. The analyte ions of interest were isolated using a narrow window (~1.3). 

The collision energy was 20 eV 

The LC-Q-TOF was operated using an HP xw4600 Workstation computer. Data collection 
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and analysis were performed respectively using Agilent MassHunter Acquisition and Agilent 

MassHunter Qualitative Analysis B.06.00. Calibration of the mass spectrometer was performed 

per manufacturer settings. 

 

5.4.4 Microfluidic Extraction 

Nanofibers were cut into 2mm diameter piece and then immersed into the diluted drug standards 

for 5 seconds for sample preparation. HPLC grade methanol was used as the extraction solvent. 

Totally 12 solvent-fill-and-extract were set. No heating required all extractions were done at room 

temperature. 

 

5.5 Results and discussion 

5.5.1 KNIME calculation 

KNIME calculation results are shown in Table 4. First, three drugs are in standard M-025, 

then the following five drugs that are in standard O-020, the rest of the drugs are in standard S-

038. Obviously, cocaine, heroin, hydrocodone, and JWH-200 has the highest number of hydrogen 

bonding acceptors. In addition, only 6 out of 13 drugs have hydrogen bonding donors, and all these 

6 drugs have only 1 or 2 hydrogen bonding donors. It is also easy to see that all S-038 drugs have 

relatively higher XLogP than M-025 drugs and O-020 drugs, which means higher lipophilicity, or 

in another hand, lower polarity. 

Table 4 Molecular information of all drugs calculated by KNIME.  

Drug name XLogP H-Bond Acceptors H-Bond Donors 
Methamphetamine 2.152 1 1 
Cocaine 2.307 5 0 
Heroine 1.421 4 0 
Meperidine 2.63 3 0 
Methadone 4.592 2 0 
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Table 4 (continued). 

Codeine 0.811 2 1 
Hydrocodone 1.097 4 0 
Oxycodone 0.012 3 1 
CP 47, 497 6.965 1 2 
CP 47, 497 C8 7.534 1 2 
HU-211 7.405 1 2 
JWH-200 4.057 4 0 
JWH-250 6.438 2 0 

 

5.5.2 Elution profile of three drug standard mixture with PVA nanofiber 

Three figures in figure 18 demonstrate the elution profile of the three-drug standard mixtures 

with PVA nanofibers (the elution solvent is HPLC grade methanol). 

In M-025, all three drugs have very rarely changed their relative abundances during 12 

extractions. This means the intermolecular interaction between drugs and nanofiber functionalities 

are steady. As the conclusion in chapter 4, the highest relative abundance of cocaine indicates more 

adsorption by PVA nanofibers, which is the selectivity. 

In O-020, methadone has the highest relative abundance during all 12 extractions. The 

meperidine, codeine, and hydrocodone have a gradual relative abundance change. Their increase-

decrease elute profile indicates that more solvent extractions are needed to elute. These drugs are 

more sticky on the nanofibers comparing to methadone. 

In S-038, all the relative abundance dramatically dropped after 6th extraction. This quick drop 

means the drugs are barely sticky attached on the nanofibers and can be easily eluted. Otherwise, 

it indicates the weak intermolecular interaction between S-038 drugs and PVA nanofibers. 
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Figure 21 Elution profile of the three drug standard mixtures with PVA nanofibers. 
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5.5.3 Elution profile of three drug standard mixture with PAN nanofiber 

Figure 18 shows the elution profile of the three drug standard mixtures with PAN nanofibers. The 

elution solvent is HPLC grade methanol. In M-025, unlike the PVA nanofibers, methamphetamine 

has the highest relative abundance at first, but it slowly dropped after 8th extraction; at the 

meantime, the relative abundance of cocaine slightly increased and then dropped. Since 

methamphetamine and cocaine have similar XLogP values (2.152 vs 2.307), the affinity between 

methamphetamine and PAN nanofibers, and the affinity between cocaine and PVA nanofibers 

could be explained by the number of hydrogen bonding acceptors. As the result in Table 4, cocaine 

has five hydrogen-bonding acceptors and methamphetamine only have one. This indicates that 

cocaine has much higher chance to form hydrogen bonding with the hydroxy groups from PVA, 

this is the reason why cocaine dominated the spectra in PVA; in another hand, since PAN doesn’t 

have any hydrogen bonding donors, only methamphetamine, which has one hydrogen bonding 

donor could form a hydrogen bonding with PAN. However, considering the weakness hydrogen 

bonding formation of nitrile group of PAN, only one hydrogen bonding is not strong enough to 

make a significant difference on relative abundance 

In O-020, all drugs have a steady relative abundance with few changes. This indicates the 

strong and consistent intermolecular interaction between O-020 drugs and PAN nanofibers. 

In S-038, JWH-250 presented the highest relative abundance at the beginning, but then 

dropped quickly. In addition, all the other four drugs demonstrated very low relative abundance 

during all 12 extractions. This all-decrease relative abundance shows the drugs are less sticky on 

the nanofibers, which indicates a weak interaction between drugs and PAN nanofibers. 
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Figure 22 Elution profile of the three drug standard mixtures with PAN nanofibers. 
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5.5.4 Elution profile of 3 drug standard mixture with chitosan nanofiber 

Figure 18 shows the elution profile of the three drug standard mixtures with chitosan 

nanofibers. The elution solvent is HPLC grade methanol. In this case, chitosan was selected 

because its high-hydrophilic structure with plentiful hydroxy and amino groups could help amplify 

the influence of hydrogen bonding formation. 

In M-025 standard, all three drugs present very clear retention-elution peak, and cocaine 

always has the highest relative abundance among three drugs, just like the phenomenon in M-025 

with PVA nanofibers. This indicates that hydrogen bonding is the key factor in this scenario. 

In O-020 standard, methadone was highest at the beginning but dropped after 7th extraction. 

In the meantime, all the other four drugs show slight retention. This behavior is similar to the 

elution profile of O-020 with PVA. The drops of methadone may come from its higher XLogP, 

The slightly higher lipophilicity lead to weaker interaction with chitosan nanofibers. 

In S-038, the elution profile shows similar behavior to the elution profile in S-038 with PVA. 

But at this time JWH-200 was higher than before at the beginning. The reason might be its 

relatively lower XLogP and the highest number of hydrogen bonding acceptors. 
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Figure 23 Elution profile of the three drug standard mixtures with Chitosan nanofibers. 
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5.5.5 Elution profile of three drug standard mixtures with PVA-GO nanofiber 

Figure 18 shows the elution profile of the three drug standard mixtures with PVA-GO 

nanofibers. Elution solvent is HPLC grade methanol. The PVA composed with graphene 

oxide(GO) provides the same property of PVA plus more π-π stacking from GO. Comparing the 

figures below with figures of PVA helps to understand the influence of π-π stacking between drugs’ 

aromatic πstructure with nanofibers. 

In M-025, similar behavior was observed as M-025 with PVA. This means that hydrogen 

bonding is the key factor in this case. In O-020, the elution profile is completely different from O-

020 with PVA. All drugs present increasing relative abundance, and the values became much 

higher at the 12th extraction. This indicates that the extra π-π stacking in PVA helps trap the O-020 

drugs, which leads to higher retention and finally higher relative abundance when eluted. 

In S-038, even the relative abundances keep increasing all the time, but the values are 

relatively much lower than S-038 with PVA. This means there is barely pi-pi interaction between 

S-038 drugs with GO. 
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Figure 24 Elution profile of  the three drug standard mixtures with PVA-GO nanofibers. 
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5.6 Conclusion 

The elution profile could be used to describe how sticky the drug is on the nanofibers: A more 

sticky drug requires more extraction to reach a relatively high abundance. The KNIME software 

provided quantitatively description of molecular information of different drugs. From the XLogP 

values and number of hydrogen bonding acceptors and donors obtained from KNIME, the reason 

for each specific elution profile could be explained. By analyzing all the elution profiles, two key 

factors: Van der Waals interaction by polarity and hydrogen bonding between drugs and nanofibers 

could be confirmed. In addition, π-π stacking also affects the adsorption but only works on O-020 

drugs. Thus, the proper nanofiber and drug couple could be preliminary selected based on KNIME 

calculation. 

6. Screening of drugs in porcine plasma using nanofiber-MFD and method validation 

6.1 Abstract 

North Carolina faces an opioid crisis that has rapidly intensified in recent years. The screening 

of opioids became a major drug analysis work. In drug analysis, the analysis of a complex mixture 

is a costly and time-consuming work for researchers in forensic lab. When the mission of analysis 

of specific drug molecules in a normal forensic postmen-blood sample comes up, we are expecting 

to qualitatively and quantitatively finish this work with simple microfluidic-MS analysis without 

time-consuming sample pretreatment or LC separation. In previous chapters, the selectivity of drug 

screening using nanofibers has been discussed. In this chapter, the developed method will be 

evaluated and validated by following FDA quantitation standards. 
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6.2 Introduction 

Like many other states, North Carolina faces an opioid crisis that has rapidly intensified in 

recent years. From 1999 to 2016 more than 12,000 North Carolinians died from opioid-related 

overdoses.94 This epidemic is devastating families and communities. It is overwhelming medical 

providers and is straining prevention and treatment efforts. Addressing this epidemic requires 

interventions such as judicious prescribing of opioids, community-based prevention efforts, 

broader naloxone distribution, law enforcement efforts to curb drug trafficking, and harm 

reduction efforts like safe syringe programs.  

The root causes of this epidemic are known. Many studies have shown that opioid overdose 

deaths at a population level are correlated with prescribing rates of opioids like hydrocodone and 

oxycodone100-102. Heavy marketing of these drugs to physicians and patients, in addition to a well-

intentioned but flawed emphasis on the use of pain scales, led to an over-reliance on opioids. Those 

dynamics, coupled with the addictive potential of these drugs, have resulted in the epidemic of 

drug addiction and overdose gripping our state and our nation. 

In the last several years, the problem has been compounded by cheap and easy access to 

heroin that often contains fentanyl or fentanyl analogs. These opioids are much more potent than 

prescription opioids and their availability and low cost compared to prescription drugs has led 

people to shift their consumption. 

In this chapter, the drug standard opioid multi compound (O-020) and internal standards are 

selected to validate the developed quantitative drug analysis method to evaluate the performance 

of nanofibers on opioids testing. The porcine plasma solutions of O-020 are prepared to mimic the 

post-mortem plasma which would be a common sample in a forensic laboratory. This quantitation 

method was validated based on the U.S. Food and Drug Administration (FDA) biological quantitation 

standards.103 



 

60 

6.3 Materials 

6.3.1 Solvent 

HPLC grade acetonitrile and methanol were purchased from J.T.Baker, Deionized water was 

obtained from ELGA Purelab Ultra AN MK2. 

Porcine blood with heparin was obtained from NC State University, College of Veterinary 

Medicine. 

 

6.3.2 Other supplies 

Disposable Luer-slip plastic syringes (1 mL), Millex-GV 13 mm, 0.22 μm polyvinylidene 

fluoride (PVDF) filters, syringe needles (0.52 mm O.D. x 0.26 mm I.D., 25 gauge), and 

Fisherbrand 15 x 45 mm, 1-dram glass vials were purchased from Fisher Scientific. Amber screw 

top glass vials (2 mL) were purchased from Agilent Technologies (Part number: 5188-6535). 

 

6.3.3 Drug Standards 

Drug standards O-020 and internal standards of meperidine, methadone, and oxycodone were 

purchased from Cerilliant Inc.  

 

6.4 Experiments and instrumentation 

6.4.1 Sample preparation 

All drug standards were prepared for analysis by diluting in 1 mL of acetonitrile or methanol 

in a 1-dram Fisherbrand 15 x 45 mm, glass vial to make concentration 10 ppm. The diluted samples 

were transferred into 2-mL Agilent amber screw top glass LC vials (Part number: 5188-6535) for 

analysis. 

Porcine plasma was separated from porcine blood by using a centrifuge set at 2400 rpm for 
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10 min. 

 

6.4.2 Nanofiber preparation by electrospinning 

Polyvinyl alcohol (PVA) nanofibers were prepared for this study. These nanofibers were 

selected due to its structure (functionality) and ease of control of the fiber diameter during 

production. The preparation of the PAN nanofibers by electrospinning was performed by making 

a solution of 2.4 g of polyacrylonitrile (PAN, Mw = 150,000, Sigma–Aldrich) and mixing it with 

30 g of N,N-dimethylformamide, followed by mechanical stirring at 50 °C for 24 h. The solution 

was transferred to a syringe and was electrospun into nanofibers under a high voltage of 15 kV. 

During electrospinning, the needle-collector distance and the feed rate were fixed at 15 cm and 

0.75 mL/min, respectively.  

After preparation, PVA nanofibers were then transferred into the oven to be heated for 4 hours to 

get crosslinked. This process is necessary to avoid dissolution in water. 

 

6.4.3 Mass Spectrometry 

MS: The Agilent Technologies 1260 liquid chromatography is coupled to an Agilent 

Technologies 6520 Accurate-Mass Quadrupole–Time-of-Flight (Q-TOF) mass spectrometry 

equipped with an electrospray ionization (ESI) source or direct analysis in real time(DART) 

ionization source. Ionization was carried out in positive ionization mode. Mass spectrometer 

conditions were: nebulizer pressure, 35 psig; capillary voltage, 4000 V; drying gas flow, 12 L/min 

at 350°C; fragmentor voltage, 175 V.  

CID: Tandem MS were performed using MS/MS acquisition function of Agilent MassHunter 

Acquisition interface. The analyte ions of interest were isolated using a narrow window (~1.3). 

The collision energy was 20 eV 
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The LC-Q-TOF was operated using an HP xw4600 Workstation computer. Data collection 

and analysis were performed respectively using Agilent MassHunter Acquisition and Agilent 

MassHunter Qualitative Analysis B.06.00. Calibration of the mass spectrometer was performed 

per manufacturer settings. 

 

6.4.4 Microfluidic Extraction 

HPLC grade methanol and acetonitrile were used as extraction solvent. Totally 4 solvent-fill-

and-extract were set. No heating required all extractions were done at room temperature. 

 

6.4.5 Preparation of calibration solution 

A set of 6 O-020 drug standard with internal standards methadone-D4, meperidine-D3 and 

oxycodone-D3 solutions were prepared to make a calibration curve. One extra solution will be 

used to calculate precision. PVA nanofibers were utilized as drug adsorption substrate and were 

cut into a 2 mm round piece using puncher. Detail of calibration solutions shows below in table 5 

below: 

Table 5 Preparation of calibration solutions. 

Drug 

Conc. 

μg/mL. 

Spiked Volume 

O-020 
Methadone 

-D4 

Meperidine 

-D3 

Oxycodone 

-D3 

Porcine 

plasma 

0.05 2μL 5μL 5μL 5μL 983μL 

0.125 5μL 5μL 50μL 5μL 980μL 

0.25* 10μL 5μL 5μL 5μL 975μL 
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Table 5 (continued). 

0.375 15μL 5μL 5μL 5μL 970μL 

0.5 20μL 5μL 5μL 5μL 965μL 

0.75 30μL 5μL 5μL 5μL 955μL 

1 40μL 5μL 5μL 5μL 945μL 

*Bolded solution will be used as “unknown” to calculate precision 

All calibrations were performed and replicated 6 times in 4 different days, 3 out of 6 were 

performed on the same day to obtain intra-day quantitation result. All-day results, inter-day result, 

and intra-day result will be compared and discussed in the following section. 

 

6.5 Results and discussion 

6.5.1 Linear regression result 

 

Figure 25 Linear fit figure of inter-day meperidine. 

Figure 25 shows an example of a quantitation result. Here for the meperidine, R2 is 0.997 

which is outstanding for a QTOF mass spectrometer. The four tables below show the linear 

y = 18.998x + 2.617
R² = 0.997

0

5

10

15

20

25

0 0.2 0.4 0.6 0.8 1

Ra
tio

Concentration

All-day meperidine



 

64 

regression result of each drug. For oxycodone, its [M+Na]+ ion was observed in the sample run 

with higher relative abundance, so the quantitation result based on [M+Na]+ is also presented. The 

linear regression form is y = (X variable) x+ (Intercept Y), this formula will be used to calculate 

precision. 

Table 6 Linear regression result of meperidine. 

Meperidine X variable Intercept Y R2 
All-day 19.00±3.11 2.62± 1.54 0.99±0.01  
Inter-day 19.11±3.42  2.57±2.07 0.99±0.01  
Intra-day 18.85±3.38  2.68±0.83 0.99±0.01  

 
Table 7 Linear regression result of methadone. 

Methadone X variable Intercept Y R2 
All-day 25.67±5.22  3.01±2.03  0.99±0.01  
Inter-day 26.55±5.69  2.70±2.79  0.99±0.01  
Intra-day 24.49±5.42  3.43±0.53  0.98±0.01 

 

Table 8 Linear regression result of oxycodone. 

Oxycodone X variable Intercept Y R2 
All-day 5.97±1.63  2.60±1.07  0.98±0.01  
Inter-day 6.47±2.11  2.53±1.44  0.99±0.01  
Intra-day 5.31±0.37  2.69±0.53  0.98±0.01  

 

Table 9 Linear regression result of oxycodone-Na. 

Oxycodone-Na X variable Intercept Y R2 
All-day 14.81±3.72  3.53±2.02  0.98±0.01  
Inter-day 15.09±4.46 3.58±2.72  0.99±0.01 
Intra-day 14.43±3.35  3.46±1.08  0.98±0.01 

 

The results from four tables above present high R2 values(>0.98), for each drug quantitation. 

The difference among all-day, inter-day and intra-day quantitation is not significant. 
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6.5.2 Sensitivity evaluation 

Sensitivity was evaluated according to the average lower limit-of-detection (LLOQ) 

Table 10 LLOD result of all drugs(ng/mL).  

LLOD All Inter-day Intra-day 

Meperidine 51±3 66±3 45±4 
Methadone 59±3 60±4 72±2 
Oxycodone 41±3 76±3 77±2 
Oxycodone+Na 30±3 61±3 65±2 

 

Table 11 LLOQ result of all drugs(ng/mL). 

LLOQ All Inter-day Intra-day 

Meperidine 156±9 199±8 136±12 
Methadone 178±10 182±11 219±7 
Oxycodone 124±9 232±8 234±5 
Oxycodone+Na 90±8 185±8 196±7 

 

The calculated LLOD values for different drugs fall into the range recommended by North 

Carolina Office of the Chief  Medicine Examiner(NCOCME). Values are shown below in table 

13. Both LLOQ and LLOD of oxycodone-Na are slightly better than oxycodone. This is because 

of the higher intensity of oxycodone-Na adduct signal. 

 

Table 12 NCOCME recommended toxic LLOD values of selected drugs(ng/mL). 

Drug LLOD 

Meperidine >1000 
Methadone 60~3100 
Oxycodone 120~140 
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6.5.3 Accuracy evaluation 

Accuracy was evaluated by comparing experimental abundances of each standard to 

theoretical values on one day (intra-day) and across three days (inter-day). Note that the 

concentration below calculated LLOD was eliminated. The intra-day and inter-day accuracy of the 

experimental abundances were well within the acceptable ±15% as shown in Table 13-16 below:  

Table 13 Accuracy of Meperidine. 

Meperidine Inter-day Accuracy Intra-day Accuracy 

0.125 -3%±8% -7%±10% 
0.375 -2%±3% -1%±8% 
0.5 -4%±10% -1%±7% 
0.75 5%±1% 3%±7% 
1 -1%±3% -1%±5% 

 

Table 14 Accuracy of Methadone. 

Methadone Inter-day Accuracy Intra-day Accuracy 

0.125 -9%±4% -3%±3% 
0.375 0%±7% 1%±3% 
0.5 2%±8% 4%±12% 
0.75 4%±3% 3%±4% 
1 -3%±2% -3%±5% 

 

Table 15 Accuracy of Oxycodone. 

Oxycodone Inter-day Accuracy Intra-day Accuracy 

0.125 0%±6% 1%±9% 
0.375 -5%±5% 3%±6% 
0.5 5%±5% 3%±6% 
0.75 -3%±3% 1%±5% 
1 1%±2% -2%±2% 
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Table 16 Accuracy of Oxycodone-Na. 

Oxycodone-Na Inter-day Accuracy Intra-day Accuracy 

0.125 -1%±3% -2%±6% 
0.375 -7%±2% 6%±7% 
0.5 1%±5% 2%±3% 
0.75 0%±4% -3%±9% 
1 1%±3% 0%±4% 

 

A quantifying quality control standards of known concentration (250 ng/mL) was also been 

tested, and results are shown in the table below. All within ±15%. 

 

Table 17 Accuracy of Oxycodone-Na.  

Drug in 250ng/mL Inter-day Accuracy Intra-day Accuracy 

Meperidine -7%±3& 3%±5% 
Methadone -10%±4% 0%±8% 
Oxycodone -2%±3% 4%±7% 
Oxycodone-Na 2%±6% 14%±2% 

 

6.5.4 Precision evaluation 

Precision was evaluated according to intra- and inter-day coefficients of variation (CV%), 

results are shown in the four tables below. All values are within the acceptable ±15%.  

Table 18 Precision of Meperidine.  

Meperidine Inter-day Precision Intra-day Precision 

0.125 11%±2% 10%±2% 
0.375 12%±7% 12%±4% 
0.5 14%±10% 9%±5% 
0.75 7%±5% 8%±6% 
1 3%±3% 6%±6% 
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Table 19 Precision of Methadone.  

Methadone Inter-day Precision Intra-day Precision 

0.125 7%±1% 9%±1% 
0.375 8%±3% 5%±2% 
0.5 10%±5% 15%±8% 
0.75 5%±4% 5%±4% 
1 3%±3% 6%±6% 

 

Table 20 Precision of Oxycodone.  

Oxycodone Inter-day Precision Intra-day Precision 

0.125 12%±3% 14%±6% 
0.375 12%±4% 13%±5% 
0.5 10%±5% 10%±6% 
0.75 3%±2% 8%±6% 
1 3%±3% 4%±4% 

 

Table 21 Precision of Oxycodone-Na.  

Oxycodone-Na Inter-day Precision Intra-day Precision 

0.125 12%±2% 14%±3% 
0.375 6%±2% 10%±4% 
0.5 5%±3% 5%±3% 
0.75 6%±5% 13%±9% 
1 4%±4% 5%±5% 

 

6.6 Conclusion 

A drug screening method using nanofiber-Micro Fluidic Device-Mass Spectrometry has been 

developed. Reliable quantitative analysis was achieved using ESI-QTOF with internal standard. 

The method helps significantly reduce the time consumption by simplifying the sample preparation. 

Application on porcine plasma sample presents the great potential of this method on post mortem 

plasma drug analysis. This method has been evaluated validated. LLOD and LLOQ of plasma 
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samples are qualifying the NCOCME recommendation. Accuracy and precision are acceptable 

according to FDA standards. 103 

7. Conclusion and Recommendation of future work 

As a conclusion, a rapid, qualitative and quantitative analysis of drugs is possible using common 

and cost-effective instruments which involves a microfluidic extraction device and the quadrupole-

time-of-flight (QTOF) mass spectrometry. In addition, the utilization of specific nanofibers provides 

selectivity on certain drugs based on the different intermolecular interactions. The intermolecular 

interactions between nanofibers and drugs are contributed by three key factors: the ability to form 

hydrogen bonds, the polarity of nanofibers and the polarity of drug molecules. My research shows that 

the more hydrogen bonds between nanofibers and drugs could enhance the drug adsorption and even 

made the adsorption more sticky, which means the drugs with strong interactions would have an 

increased relative abundance comparing to the direct injection, and may need more times of extraction 

to elute. This method has been applied on porcine plasma drug solution to mimic the common evidence, 

postmortem blood and its plasma, in forensic labs. The result shows three drugs in drug standard O-

020 could be successfully quantified, and the quantitation falls into the NCOCME recommended range 

for toxic levels of drugs in blood. The method has also been successfully validated and evaluated and 

the accuracy and precision are acceptable according to FDA standards. 103 

Previous study demonstrated the potential of selective drug adsorption of certain nanofibers and 

its application using MFD-MS and three key factors have been addressed. The validation and 

evaluation confirmed that this method is reliable, as well as cost-effective and fast. 

However, the detailed principle of the correlation between specific structure and the selectivity is 

not completely revealed since only polarity, hydrogen bonding and π-π stacking were discussed. Thus, 

in the future, different type of nanofibers and drugs should be chosen to continue this study on more 
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interactions. The influence of molecular shape, size should be considered. More computing methods 

should also be involved to quantitatively describe the molecular properties and their effects. 

From material science side, the parameters of nanofibers also play an important role. Obviously, 

the porosity and the diameter of fibers will significantly affect the adsorption. An expert in material 

science is highly welcomed to join this project and provide perspective view from other side.   
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